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ABSTRACT 
The i n i t i a l  unmanned missions t o  Mars will require a gas chromatograph/ 
mass spectrometer system to  make determinations concerning the  existence 
of cer ta in  chemical and biochemical species on the planet ,  It is the 
overal l  objective of t h i s  task t o  generate f'undamental engineering design 
techniques and concepts f o r  use i n  optimizing the design of the chromato- 
graph. 
t e s t  f a c i l i t y  for  use i n  verifying the mathematical models of the  
This par t icu lar  subtask has as i t s  objective the building of a 
8 
chromatograph, for obtaining chromatographic data, and f o r  t e s t ing  
possible system concepts. 
A previously used commercial chromatographic system was rejuvenated 
detectors f o r  monitoring i n l e t  and ou t l e t  gas compositions, an improved 
syktem fo r  reproducibly inject ing gas and l i qu id  samples, and an 
oscillograph for recording data. 
t rans ien t  behavior of the gas composition, the system dynamics were 
improved by reducing detector time constants and dead volume within the 
piping. 
obtain chromatographic data. 
To obtain accurate recordings of the 
The system has been completed and i s  currently being used to  
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I, INTRODUCTION 
One of the pr inciple  objectives of the unmanned Mars roving vehicle 
is t o  determine whether l i f e  has,  can, or does ex i s t  on the planet.  
i s  known t h a t  f o r  l i f e  t o  exist, a pre-requisite condition i s  the presence 
of cer ta in  chemical species. I n  searching f o r  such clues o f  l i f e ,  samples 
of the atmosphere and s o i l  will be subjected to  cer ta in  chemical and 
biological treatments. 
It 
. 
Gases and l iqu ids  resul t ing from these experiments 
w i l l  be analyzed fo r  the basic chemical species (1,2,3)  . 
It has been shown tha t  a combination GC-MS i s  applicable f o r  t h i s  
chemical analysis ‘ (4J5 ) .  It is the function of the gas chromatograph t o  
perform an i n i t i a l  separation of a sample in to  groups, consisting of 
d i f fe ren t  species with similar chemical properties.  
and molecular weight determinations are made by the mass spectrometer. 
In  addition to  i t s  separating function, the gas chromatograph i s  capable 
of provided the re la t ive  concentrations and the gross physical 
charac te r i s t ics  of each species present i n  the sample, although posi t ive 
ident i f ica t ion  i s  not always possible. 
The f i n a l  separation 
Currently a task is  being undertaken t o  generate f’undamental engineering 
design techniques and concepts f o r  use i n  optimizing the design of the 
chromatographic separation system. Because of the complexity of the system 
and the number of independent parameters, a systems analysis based on 
the mathematical simulation of the chromatograph i s  being conducted. 
This technique uses mathematical models, which incorporate the fundamental 
parameters, t o  explore various concepts and t o  d i r ec t  experimental 
research. Pr ior  s tudies  6’7’ have developed mathematical models based 
on the physical processes believed t o  occur within the chromatograph. 
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Concurrently with the theoret ical  studies, a chromatographic t e s t  f a c i l i t y  
was developed to experimentally evaluate the mathematical models and 
to  define t h e i r  l imitations.  
graph a re  the  subject of t h i s  report ,  
The physical character is t ics  of the chromato- 
The f a c i l i t y  i s  based on a Perkin-Elmer Vapor Fractometer, Model 
/ 154C, which was used previously i n  chemical kinet ics  studies.  
fractometer was completely renovated and modified t o  provide reproducible 
data under controlled conditions. 
graphic data a r e  being obtained t o  ver i fy  the mathTat ical  models. 
The 
The system i s  operational and chromato- 
3 
TI. GENERAL SYSTEM DESCRIPTION 
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It is  the purpose of the gas chromatograph t o  separate a gaseous 
mixture in to  various subgroups by adsorption and desorption. 
presence of an i n e r t  ca r r i e r  gas, the various subgroups have d i f fe ren t  
dynamic sorption character is t ics  f o r  a so l id  or l i qu id  adsorbent. 
d i f fe ren t  charac te r i s t ics  are responsible for  separation between the 
species, and the result ing changes i n  gas compositions can be re la ted  
I n  the 
These 
t o  concentrations i n  the i n i t i a l  mixture (1) .. 
The gas chromatograph consists of s i x  basic  e l h e n t s :  
A source of ca r r i e r  gas and a means f o r  regulating it. 1. 
2. 
3. 
4. 
5. A signal  recording device. 
A sample inject ion system and adsorption columns for separation. 
A means for detecting composition changes. 
An amplifier f o r  the detector signal. 
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6 .  A means f o r  thermally controlling the system. 
These elements which were or iginal ly  present i n  the Perkin-Elmer system 
were redesigned t o  meet the following objectives: 
1. The detector response was t o  be rapid so signals accurately represented 
the time-composition behavior of the ca r r i e r  gas. 
Detection of composition signals a t  both the i n l e t  and o u t l e t  of 2. 
the chromatographic column was required. 
3.  The s ignal  recorder was n o t  t o  l i m i t  t he  time response of the system, 
4. A minimum of s q l e  dead time, thermal transients,  and detector 
d r i f t  was desired t o  provide reproducible and accurate data 
necessary for verifying the mathematical models. 
4 
The system i s  not to  simulate a chromatograph su i tab le  fo r  the  Mars 
mission(8) , but i s  to  provide model ver i f ica t ion  data  and a means f o r  
examining concepts developed from the theoret ical  studies. 
The completed system i s  shown i n  Figure 1. As seen i n  the  system 
flow diagram, Figure 2, helium i s  used as the ca r r i e r  gas. Helium, as 
w e l l  as being i n e r t  toward various adsorbents sui table  f o r  the chromato- 
graphic columns, has a high thermal conductivity, which makes it a useful 
reference fo r  the thermal conductivity c e l l s  which a re  used as composition 
detectors.  
# 
The helium which is  generally of high puri ty  (99.95% pure) 
t o  insure against  extraneous detector signals, i s  regulated and metered. 
Pressures range from 2 to  5 atm abs, and flow ra t e s  range to  about 200 
n i ~  (Sw)/min. 
The ca r r i e r  gas enters  the oven chamber and i t s  temperature i s  
raised to  the operating temperature of the system by the  preheater. "he 
gas now passes through the reference s ide of both the input and output 
composition detectors. This effectively eliminates all errors 
a r i s ing  from impurities i n  the  ca r r i e r  gas, and a l s o  possible errors 
from a small temperature difference between the detector chamber and 
the c a r r i e r  gas. 
The ca r r i e r  gas i s  then s p l i t  in to  two streams, one going to  a 
mechanical sample inject ion system (Carle Mini-Valve), and the other 
stream passing through a conventional in jec t ion  block sui table  for  
syringe inject ion.  In the injection valve system, a sample gas t o  be 
injected i s  f irst  preheated i n  the oven chamber, then regulated before 
entering the sample loop which has a volume of  100 p l .  
i s  switched, the sample i s  injected in to  the ca r r i e r  gas stream. The 
When the valve 
other  portion of the ca r r i e r  gas stream passes through a standard 
' in jec t ion  block which contains a s m a l l  heating c o i l  f o r  vaporizing 
l i qu id  samples. A syringe containing the sample ( e i the r  gas o r  l iqu id) ,  
is inser ted through a s i l icone rubber septum into the block, where the 
sample i s  injected in to  the car r ie r  gas stream, The two streams are  
. 
I 
combined, and the  ca r r i e r  gas containing the  sample enters  the input 
detector ,  
A f t e r  leaving the inlet  detector, the sample containing c a r r i e r  
gas enters  the chromatographic columns. 
will involve s ingle  columns, the column mounting, as' seen i n  Figure 4, 
Although i n i t i a l  experiments 
i s  designed to  accomodate two columns, arranged e i ther  i n  se r i e s  o r  i n  
pa ra l l e l .  The columns may be 3.2 o r  6.4 mm i n  diameter and up to  one 
meter i n  length. The gas mixture, a f t e r  being separated, passes through 
the  ou t l e t  composition detector and i s  then vented o r  scrubbed i f  
hazardous materials a r e  used. 
The detectors, columns and inject ion devices a re  enclosed within 
a forced a i r  convective oven. 
about- 1 deg C within i t s  operating range of 50 to 225 deg C. 
The oven temperature i s  controlled t o  
Considerable modification of the or ig ina l  Perkin-Elmer chromatograph 
was required t o  produce the required tes t ing  f a c i l i t y  described above. 
Major changes and specif ic  de ta i l s  about each of the major areas i n  the 
system a re  documented i n  the following sections. 
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111. DETECTORS AND CONTROL 
To obtain the required response character is t ics  over a wide range 
of sample mixtures, a thermal conductivity detector was chosen f o r  t h i s  
These detectors a r e  simple and rel iable ,  and can be used . system ( 9 m  
i n  the presence of many different kinds of sample gases. A s  seen 
schematically i n  Figure 2, each detector has two similar chambers. 
Through one chamber flows the ca r r i e r  gas before sample injection, and 
through the other  flows the car r ie r  gas plus  the sample being analyzed. 
In  each chamber i s  a thermistor through which a regulated current flows. 
# 
The e l ec t r i ca l  resistance of the thermistor i s  a d i rec t  function of i t s  
temperature. The gases flowing through the thermistor chamber conduct 
hea t  away from it and thereby change the resistance. The r a t e  a t  
which the gas conducts heat away from the thermistor depends on the 
thermal conductivity of the specific gas mixture flowing through the  
chamber. Each gas has a unique thermal conductivity which i s  approxhate l r  
inversely-proportional t o  i t s  molecular weight. 
Since the sensing chamber has flowing through it gases of molecular 
weights d i f fe ren t  from tha t  of the pure ca r r i e r  gas, the overal l  thermal 
conductivity of the gas in  the sensing chamber w i l l  be d i f fe ren t  from 
the conductivity of the  reference chamber, which contains only pure 
ca r r i e r  gas. Helium was selected as the standard o r  ca r r i e r  gas because 
i t s  thermal conductivity is f a r  d i f fe ren t  from most gases t o  be analyzed 
as  seen i n  Table I , and i t  i s  available i n  high puri ty .  Because 
only hydrogen has a higher thermal  conductivity than helium, i n  most 
experiments of i n t e r e s t  t h e  thermal conductivity i n  the sensing chamber 
w i l l  be lower than the reference conductivity so the detector output 
(11) 
8 _ -  7 
TABLE I 
THERMAL CONDUCTIVITIES OF TYPICAL GASES 
Conditions: 100 deg C and 1 atmosphere pressure 
Gas 
Thermal Conductivity, 
watts/(cm, deg C )  
He l ium 17.1 
Acetone 2 -7 
Ammonia 3.3 
Argon 
Carbon dioxide 
Carbon monoxide 
Hydrogen 
Methane 
Nitrogen 
Oxygen 
Pentane 
2.1 
2.2 . 
3.0 
21.4 
4.4 
3 
3.2 
2.2 
Water vapor 2.4 
Reference: McAdams, T.J.H., "Heat Transmission," 3rd ed., 
pp. 457-458, McGraw-Hill, New York, 1954. 
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Signal will be Of one polarityjthereby simplifying s ignal  detection. 
The thermistor resistances each form legs  of a DC Wheatstone bridge 
c i rcu i t ,  and the  difference i n  voltage drop across each l e g  generates 
the  output s igna l  which i s  recorded. 
i s  d i r ec t ly  proportional to the amount of sample present i n  the detecting 
chamber, a t  least  i n  the di lute  gas mixtures t o  be considered i n  t h i s  
experimental program. 
The magnitude of the output signal 
The accuracy and sens i t iv i ty  of these detectors i s  d i rec t ly  re la ted  
t o  the thermistor bead s i z e ,  the thermistor chamber volume and i ts  design, 
and the c a r r i e r  gas flow rates. After reviewing the sensi t ivi ty ,  dead 
time, and other  characterist ics of several commercial detectors, a 
microdetector manufactured by Carle Instruments, Inc . (Fullerton, 
California) was selected primarily because of i t s  rapid response and 
GEaL dead ---l.,-* V U I b U L l G .  me d e t e c t o r  c h a r a z t e r l s t l c a  a r e  s - G i ~ a r I z e d  I n  
Table 11. 
of 0.04 second, i s  an order of magnitude f a s t e r  than other conventional 
thermal conductivity detectors. Fast response i s  desirable i n  t h i s  t e s t  
f a c i l i t y  because the detector signals a re  t o  be used i n  verifying . 
theore t ica l  system models. 
A s  seen i n  Figure 4, the  detectors a re  physically mounted on an 
aluminum heat sink a t  the  bottom of the convective oven, and the  c e l l  
surfaces a re  thermally insulated from the circulat ing oven gas by an 
insulat ing jacket ,  This eliminates short-term temperature f luctuat ions 
which may cause i r regular  baseline d r i f t  of the detectors,  
The Carle detector, which has a time constant i n  the order 
Because the microdetectors a re  considerably more sensi t ive than 
the  detectors or ig ina l ly  i n  the chromatograph and have d i f fe ren t  operating 
I 
I 
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DETECTOR CHARACTERISTICS 
Manufacturer: Carle Instruments, Inc., Catalog No. l l 5 O  
Sensing element: 
Bead diameter: 0.005 inch 
Cold resistance: 
Operating resistance: 200 - 500 ohms 
Operating current: 20 ma 
Wattage dissipation: 0.05 
8 - 10 K ohms 
Temperature r k g e :  0 - 250°C 
Volume: 58 microli ters 
Carrier gas f low range: 0.5 - 100 d / m i n .  
Time constant a t  25 ml/min. i n  He: 0.04 sec. 
Connecting tubing: 1/16 inch O.D. x 0.023 i n  I . D .  
I 
I character is t ics ,  a new detector control c i r c u i t  
10 
was necessary. This 
high resolution and a control i s  basical ly  a Wheatstone bridge having 
broad control range, and which i s  powered from a regulated DC power 
supply. 
overal l  c i r c u i t  diagram i s  shown i n  Figure 5 .  
t o  control two detectors a t  the same time and t o  produce two recordable 
output signals. 
controlled using one commercial u n i t  manufacturer by Carle. 
t h i s  proved impractical because of switching problems, so a dual control 
based on the Carle design was constructed. 
I 
A n  external view o f t h e  controls i s  given i n  Figure 3 and the 
. This dual un i t  i s  designed 
I 
I 
1 
I n i t i a l l y  i t  was thought that both detectors might be 
I However, 
I Both sectiGns of the control u n i t  a r e  ident ica l  t o  one another 
as seen i n  Figure 5 .  
output attenuator divided the detector control output in to  ten increments 
over a range of 1000 t o  1 so both la rge  and s m a l l  s ignals may be recorded. 
A compensation control adjusts the resistances i n  the thermistor legs  
of the c i r c u i t  so the bridge can be balanced a t  the highest attenuation 
r a t i o  f o r  t he  output signal. Coarse and f ine  zero controls a r e  ten-turn 
h e l i c a l  potentiometers with different  shunt r e s i s to r s  which zero tkie 
output s ignal  a t  other attenuation r a t io s .  The current adjustment 
var ies  the bridge currents t o  obtain good detector response and a meter 
i s  supplied t o  monitor i t s  value, The m u l t i ~ n c t i o n a l  po lar i ty  switch 
controls power to  the bridge as well as select ing the polar i ty  of the  
DC signal.  The t e s t  posi t ion shorts the  recorder input f o r  adjusting 
the  e l e c t r i c a l  and mechanical zeros of the  recorder. 
Severalmeans f o r  adjustment a re  provided, An 
The two p a r a l l e l  control c i r cu i t s  a r e  driven by a single, so l id  
s t a t e  DC power supply which replaces ba t t e r i e s  used i n  the or ig ina l  
un i t .  
I 
A highly regulated 10 VDC voltage i s  required f o r  proper detector 
performance. Characteristics of the selected power supply manufactured 
by ACDC Electronics, Inc. (Burbank, California) are given in Table 111. 
A meter for monitoring the voltage is provided. 
12 
TABLE I11 
POWER SUPPLY CHARACTERISTICS 
Manufacturer : ACDC Electronics, Inc., Catalog No. BXlONO.3 
Input: 
output: 
Current: 
Regulation : 
Ripple : 
Stab i l i t y  : 
105-125 Volts, 47-420 HZ 
g - ll vo l t s  
0.3 ahp 
0.01% or 0.001 v o l t  fdr  l i n e  change of- 10% 
0.01% or 0.002 vo l t  f o r  NL t o  FL 
0.5mV o r  0.001% m a  RMS 
max. 0.1% o r  lOmV for 8 hour period 
GuLpuL impedance: 0.OGi o’m max. 
Temperature coefficient:  max. 0.015% o r  1 mV/deg. C .  
13 
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N. SAMPLE INJECTION 
A system f o r  in jec t ing  l iquid and gas samples and which provides 
reproducible resu l t s  was desirable. 
system consisted of an injection block su i tab le  fo r  syringe injection, 
and a sample preheater f o r  l i q u i d  samples. 
a r e  r e l a t ive ly  accurate, and l iquid inject ion curves a re  almost identical ,  
it was decided t o  leave the sample in jec t ion  block i n  the system f o r  
l i qu id  sample injection, and t o  purchase a commercial gas sample inject ion 
The or ig ina l  Perkin-Elmer inject ion 
Since l i qu id  syringe volumes 
I 
system. 
For l i qu id  samples, a Hamilton l i qu id  syringe wi th  a volume range 
of 0-10 p l  i s  used. The syringe in j ec t s  the sample through a s i l icone 
rubber septum. 
by the  sample heater and is  swept i n to  the column by the ca r r i e r  gas. 
The l iqu id  i s  immediately vaporized i n  the sample chamber 
For gas samples, a mechanical inject ion value manufactured by 
Valve Carle Instruments, Inc, ( N l e r t o n ,  California) i s  used''''. 
specif icat ions a re  given i n  Table IV and a schematic of  i t s  operation 
i s  shown i n  Figures 6 and 7. A s  shown i n  Figure 6, sample gas from a 
l ec tu re  b o t t l e  o r  other sources i s  preheated and flows through the 
sample loop of the valve. The gas flow r a t e  i s  manually controlled by 
a s m a l l  needle valve, and the r a t e  i s  detected by bubbling the gas 
through water. 
vented o r  detoxified. 
After passing through the bubbler the sample gas i s  
The amount o f  sample injected in to  the system i s  determined by 
the s i z e  of the sample loop and the gas pressure. 
volume i s  100 pl, but it i s  adjustable. A s  shown i n  Figure 7, the 
c a r r i e r  gas flows through the other loop  i n  the valve. 
Currently the loop 
When the  gas 
14 
TAl3LE N 
INJECTION VALVE CHARACTERISTICS 
Manufacturer: Carle Instruments, Inc., Catalog NO. 5518 
Configuration : two position, two stops a t  600, with 
demountable loop 
Loop volume: 100 p l  and interchangeable 
Temperature range: ambient t o  250 deg C I 
Pressure range: 
Connecting tubing: 
ambient to  7 a t m  abs 
1/16 inch O.D. x 0.043 inch I.D. 
15 1 
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sample i s  t o  be injected, the valve i s  turned, changing the  polar i ty  
of the valve. 
sample loop. 
c a r r i e r  gas. 
This causes the ca r r i e r  gas t o  be diverted through the  
The sample gas i n  the loop i s  swept i n to  t h e  column by the 
The two systems are i n  pa ra l l e l  t o  eliminate additional piping. 
A switching valve was considered but was rejected because of additional 
j o i n t s  for possible leakage and general unre l iab i l i ty .  
To preserve as  well as  possible the dynamic character is t ics  of 
t he  c a r r i e r  gas compositions external t o  the chromatographic c o l m s ,  
t he  holdup times i n  the piping of the in jec tor  and detector systems a r e  
kept as small as possible. Figure 8 summarizes delay times i n  the 
various l i n e s  f o r  a typical car r ie r  gas flow of  40 ml (actual)  per  
minute. 
t ransport  time i n  a one meter chromatographic column which generally 
i s  used i n  t h i s  experimental program. 
represent f a i r l y  well the actual time behavior of the gas compositions 
entering and leaving the column. 
It i s  noted t h a t  the  delay times a re  small compared with the 
Detector signals therefore 
I 
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V. OVEN AND THERMAL CONTROL 
Gas chromatography i s  generally conducted a t  e i the r  a constant 
temperature, o r  a t  temperatures which vary i n  a specified manner (13) . 
For th i s  reason the column, detector, and inject ion valve a r e  housed 
i n  a constant temperature oven. 
chamber w i t h  in te rna l  aluminumbaffles. 
heating element, and a fan i s  used t o  c i rcu la te  the heated a i r  throughout 
the oven chamber. 
The oven i s  an asbestos l ined, aluminum 
The oven i s  heated by a c o i l  
Gas temperatures a r e  monitored by a gas bulb thermometer 
# 
located central ly  i n  the  oven, a d  three iron-constantan thermocouples, 
positioned i n  the. chamber indicate the v e r t i c a l  temperature prof i le .  
The oven temperature i s  controlled by a thermostatic amplifier using 
a thermistor i n  the oven as a sensing uni t .  
schematically i n  Figure 9 i s  a two stage, on-off control ler  which manipu- 
l a t e s  an externally adjustable load a t  the heating c o i l  as seen i n  
Figure 10. 
controls adjust  the temperature set point and control s ens i t i v i ty  by 
changing the control c i r c u i t  resistances. Maximum power t o  the heater 
The amplifier shown 
The temperature range i s  ambient t o  225OC.  Coarse and f ine  
i s  manually adjusted by a power transformer. 
fo r  gross changes i n  the ambient temperature and f o r  i n i t i a l l y  heating 
the  oven to  operating conditions. With t h i s  system, oven temperatures 
are controlled to  within about 1 deg C, which i s  adequate f o r  the 
chromatographic data t o  be obtained. 
This can be used t o  adjust  
B c e p t  for rejuvenation, the present oven control ler  i s  the same as 
the or ig ina l  un i t .  
were replaced, and incorrect  wiring was' eliminated. 
Major control relays and several  e lec t ro ly t ic  capacitors 
1 
I 
1 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
VI. CARRIER GAS FLOW REGULATION AND MEASUREMENT 
An important parameter of column operation i s  the flow r a t e  of the 
c a r r i e r  gas through the  column. Therefore regulation of t he  ca r r i e r  gas 
flow r a t e  i s  necessary. Referring t o  the flow diagram, Figure 2, it 
i s  seen that a pressure regulation valve i s  i n  the l i n e  with the incoming 
gas. The pressure i s  regulated i n  the range of 2 to  5 atm abs, and i s  
monitored by a pressure gauge mounted a f t e r  the pressure regulator. 
Flow r a t e  t o  a maximum of 200 ml (STP)/min i s  monitored with a conventional 
rotameter manufactured by Brooks Instruments, Inc., '(Hatfield, Pennsylvania) . 
The rotameter (Type 1555-00AJ-AAD) uses a 1 5  cm graduated glass  tube 
(Ty-pe R-2-15-MA) and a s ta in less  s t e e l  b a l l  f l oa t .  Calibration curves 
f o r  the rotameter using helium a re  shown i n  Figure 11. 
The or ig ina l  ca r r i e r  gas piping has been completely replaced. 
Stainless  s t e e l  tubing (0.250 inch O.D. by 0.152 inch I . D . )  and ferrule-  
type f i t t i n g s  (Gyrolock f i t t i ngs '  have been used throughout t o  reduce 
possible corrosion problems. Whenever pract ical ,  the tubing was bent 
t o  avoid extra f i t t i n g s  and potent ia l  leakage. 
i s  valved t o  pressurize the system with helium when it i s  not i n  use to  
The vent to  the atmosphere 
avoid condensation of water i n  the l ines ,  and t o  keep the detector 
chambers calibrated.  
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V I I .  RECORDER 
The composition detectors of the  test  f a c i l i t y  produce an output 
voltage proportional to  the composition of a given species present i n  
the  detector chamber as a function of time. Because these signals are 
t o  be used i n  verifi ing mathematical models, it is  necessary t o  obtain 
a s ignal  recording which accurately represents the time response of the 
detectors.  The or iginal ly  available recorder, a self balancing 
Pot entiometer (Leeds and Northmp Speedomax Recordeq, Type G)  , while 
being adequate for  general analytical  use, was too slow i n  responding 
with i t s  one second full scale deflection time. In  the f i n a l  system, 
t h e  input and output signals are recorded with a Honeywell oscillograph 
having the character is t ics  given i n  Table V. 
meter time response wi th  the time constant of the  composition detector 
shows the detectors are  limiting the response of the system, a desirable 
feature.  
Comparison of the galvano- 
TABLE V 
HOX3YWELL OSCILLOGFW'H - MODEL 906-1 O P E M T I N G  CHARACTERISTICS 
NUMBER OF CHANNELS 1 4  
RECORDING SPEEDS .2,1,5,25 inches per  second 
FREQUENCY RANGE 0-5000 C ~ S  
TIMELINES .ol ,  .-1,1 second per  l i n e  
CROSSTALK 
G R I D L I N E  SYSTEM calibrated reference l i nes  .1 inches apart  
l e s s  than 1% between channels 
I 
RECORDING PAPER direct  p r i n t  type, 6" wide 
GALVONOMETERS type no. MlOO-350 
undamped natural  frequency - 100 HZ 
f la t  frequency response range - DC-60m 
maximum safe current - 10 m a  
dampening - electromagentic type 
ma. l i nea r  deflection - 8 inches 
external damping resistance - 350 ohms 
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V I I I .  PRELIMINARY 
The r e su l t s  
DATA 
of preliminary 
+- ... - . .  
experiments with several  d i f fe ren t  
systems are  shown i n  Figures 12  and 13. 
curves obtained from the  different  inject ion techniques available i n  the 
equipment. The ordinates a re  proportional to  gas composition, and the  
data have been numerically normalized so the areas under each curve 
are the same. 
(on a molar basis’ .  
to  be skewed and t o  have much ta i l ing .  
that l i qu id  inject ion i s  somewhat more reproducible than gas inject ion.  
However, i n  e i the r  case, the injection curves a re  not similar t o  the 
impulse o r  rectangular pulse inputs assumed i n  the modern theore t ica l  
treatments of tne cnromatographic process 
Carle valve provides a composition signal which simulates t h e  rectangular 
pulse and which i s  reproducible. 
Figure 12  shows typica l  injec%ion 
This i s  equivalent t o  using ident ica l  sample s izes  
Manual injection with the syrinfie causes the  curves 
Preliminary experiments show 
. On tne  otner  hanu, tne (1 41 
The output s i g n d s  o r  chromatograms for  the three inputs a re  
shown i n  Figure 13. The columns used for the three systems were one 
meter long by 3.2 mm i n  diameter. 
within the  column ranged between 0.18 mm to  0.25 mm (60/80 mesh). 
Again the ordinates a re  proportionaJ t o  gas composition and the data  
have been normalized. 
correspond well with l i t e r a t u r e  values 
The diameter of the so l id  pa r t i c l e s  
The data f o r  the air/molecular sieve system 
(15,161 
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IX. CONCLUSIONS 
From the  preliminary experiments, it i s  concluded that the tes t  
f a c i l i t y  i s  capable of generating repeatable gas chromatographs which 
Will be sui table  f o r  verifying the  theoret ical  studies as well as for 
investigating various system concepts. 
detectors and recorder t o  composition changes within the system and 
the  small dead times i n  the system piping give confidence t h a t  the 
. 
The rapid response of the 
recorded data represent f a r  more accurately the actual  time response 
than can be obtained i n  conventional chromatographs. 
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